Development of a GC-MS system with an array detector system for endocrine disruptor analysis.
A mass spectrograph using a position sensitive detector was designed and constructed. It has an image contractor lens system and a zoom lens system. The position sensitive detector consists of a micro channel plate (MCP) and a charge-coupled device (CCD). The performance of this new instrument was tested with methylstearate as a sample.